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The Galileo Optical Experiment (GOPEX) has demonstrated the first laser com- 
munications uplink to a deep space vehicle. This article describes the optical design 
and validation tests performed at the Table Mountain Facility (TMF) transmitter 
site. The system used a 0.6-m telescope and an optical system at coude focus to 
produce the uplink beam. The optical system used a pulsed neodymium:yttrium- 
aluminum-garnet (Nd:Yag) laser and beam diverter optics to produce the required 
optical output . In order to validate the optical design , a number of uplinks were 
performed on Earth-orbiting satellites (e.g., Lageos 1 and 2). 


I. Introduction 

The Galileo Optical Experiment (GOPEX) performed 
a deep-space optical uplink with the Galileo satellite dur- 
ing its second flyby of Earth (December 9-16, 1992) [1]. 
The uplink was performed using transmitter sites at the 
Table Mountain Facility (TMF), Wrightwood, California, 
and the Starfire Optical Range (SOR), Albuquerque, New 
Mexico. 

The requirements for the laser transmitter at the TMF 
site were that a pulsed-doubled neodymium:yttrium- 
aluminum-garnet (Nd:Yag) laser (/ = 532 nm) be used 
as the optical source. The pulses were to be 14 nsec wide, 
with a maximum energy of 250 mJ. The 0.6-m telescope 
was used to point the laser at Galileo and transmit the 
laser beam. The output beam was to have a divergence 
of 110 //rad during days 1-4 of the uplink schedule and a 
divergence of 60 //rad during days 5-8. In addition, the 
boresighting between the laser and the telescope had to 


be better than 10 //rad. This article describes the optical 
design of the GOPEX optical train, the alignment proce- 
dure, and the results of the tests performed to validate the 
system. 

The optical design utilized a two-lens system to pro- 
duce the correct beam divergence. An alignment and bore- 
sight procedure was developed and verified through range 
tests and uplinks to Earth-orbiting satellites. A number 
of point and shoot experiments were performed on Agessai 
and Lageos 1 to demonstrate boresighting of the laser with 
the telescope. In addition, satellite-tracking uplinks were 
performed on Lageos 1 and 2 and Etalon. All tests were 
successful and produced returns from the satellites. 

During GOPEX, the optical train was aligned and ver- 
ified every night prior to the uplink time. The beam di- 
vergence and laser output power were measured. GOPEX 
successfully produced uplink data on six of the seven days 
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of the experiment. Inclement weather prevented laser up- 
links on day 4. 

II. Optical Train Design 

Figure 1 shows a schematic of the GOPEX optical train 
used at the TMF site. The design used the focal plane iris 
as the reference point for the entire optical system. During 
nominal operations, the telescope would be calibrated by 
focusing a star at the center of the iris. The laser beam 
would, in turn, be centered on the iris, which would guar- 
antee boresighting of the laser beam with the pointing of 
the telescope. The output beam divergence would be var- 
ied by changing the size of the laser beam at the plane of 
the iris. 

The 0.6-m telescope was used in an off-axis configura- 
tion. The laser beam uses only a 15-cm-diameter portion 
of the primary mirror and exits the telescope unvignetted 
by the secondary. To accomplish this, the laser beam was 
incident into the telescope at an angle with respect to its 
optical axis. 

The optical train was subdivided into five components: 
the laser, the beam diverger, the laser diagnostic system, 
the charge-coupled device (CCD) acquisition system, and 
the satellite return system. 

A. Laser System 

The laser was a pulsed-doubled Nd:Yag laser emitting 
at a wavelength of 532 nm and capable of producing 14- 
nsec pulses at 15 and 30 Hz. The average laser output at 
30 Hz was 6 W. A more complete description of the laser 
can be found in [2]. 

B. Beam Diverger System 

Beam diverger optics were used to convert the raw laser 
beam output to a beam which exits the telescope at the 
appropriate divergence. GOPEX required output beam 
divergences of 110 and 60 //rad ±10 percent. These re- 
quirements translated to requirements of beam diameter 
size at the focal plane of 3.36 mm and 1.84 mm, respec- 
tively. 

The beam diverger also had a requirement that the 
beam divergence at the focal plane reference iris be ap- 
proximately 4 //rad. The focal plane divergence was cho- 
sen as a compromise between beam vignetting and the 
power density on the telescope optics. The beam diver- 
gence was made as large as possible in order to maximize 
the beam size and hence minimize the power density at the 


coude and telescope optics. However, divergences larger 
than about 4 //rad would result in the laser beam being 
vignetted by either the edge of the telescope or the sec- 
ondary mirror. 

Based on measurements of the output laser parame- 
ters made by Big Sky Corporation, the optical system was 
designed to meet the GOPEX requirements. The beam 
diverger design for both the 110- and the 60-//rad con- 
figurations consists of two lenses: a plano-convex and a 
plano-concave lens. Key elements of the output from the 
Code V optical design are given in Table l. 1 The Code 
V output for the beam diverger optical design is given in 
Appendix A. 

All lenses were purchased from CVI Laser Corporation. 
The part numbers of the lenses and specifications for the 
two configurations are given in Table 1. The plano-convex 
lens was antireflection coated at 532 nm. Because the 
plano-concave lenses continually suffered damage during 
initial testing, it was recommended that these lenses be 
used uncoated. 2 A series of experiments verified that the 
uncoated surfaces were capable of withstanding the laser 
energies at both 110- and 60- //rad configurations. In ad- 
dition, it was determined that laser light reflected from 
the surface of the plano-concave lens would not focus at 
or near the plano-convex lens. 

C. Laser Diagnostic System 

A laser diagnostic system was used to determine the 
shape of the laser beams at various parts of the optical 
train. The Big Sky Software Corporation Beam Code 
Laser Diagnostic System was used. The optical train was 
set up so that the laser beam at the focal plane iris was 
monitored. A CVI Laser Corporation concave mirror with 
a focal length of 2 m was used in the diagnostic system. 
The divergence and spot size were measured by moving 
the focusing mirror into one of two locations (labeled A 
and B in Fig. 1). Location A imaged the focal plane onto 
the beam-monitoring CCD. The magnification factor was 
determined by measuring the distances between the prin- 
cipal planes and the focusing mirror with a tape measure. 
Location B was chosen one focal length away from the 
monitoring CCD and was used to measure the laser beam 
divergence. 

1 M. Clirisp, “GOPEX Beam Diverger Optical Design,” JPL Interof- 
fice Memorandum OSG 92-46 (internal document), Jet Propulsion 
Laboratory, Pasadena, California, March 26, 1992, and “GOPEX 
Redesigned Beam Divergers,” JPL Interoffice Memorandum 92-138 
(internal document), Jet Propulsion Laboratory, Pasadena, Cali- 
fornia, September 29, 1992. 

2 G. AI Jumaily, “High Power Lenses for GOPEX,” JPL Interof- 
fice Memorandum OSG 92-142 (internal document), Jet Propul- 
sion Laboratory, Pasadena, California, October 26, 1992. 
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In addition to monitoring the laser beam, the diagnos- 
tic system was used to boresight the laser beam with the 
telescope. The alignment procedure is described in Sec- 
tion III. 

D. The Vision Acquisition Systems 

The visual acquisition system was used to center a cal- 
ibration star at the center of the focal plane iris thereby 
calibrating the telescope to the laser-uplink system. This 
system consisted of a pick-off mirror to divert the starlight 
beam into the visual acquisition arm, lens, and eyepiece. 
The lens and eyepiece were aligned with the line of sight 
of the telescope and adjusted so that the observer would 
focus on the plane of the iris. This was important so that 
the position of the focal plane of the telescope would auto- 
matically be collocated with the plane of the iris. During 
laser uplink, the pick-off mirror would be flipped up to 
allow the laser beam to enter the telescope. 

The CCD acquisition system was used to acquire star 
images and measure the seeing condition during GOPEX. 
The system used a Photometries Star I Camera to perform 
the image acquisition. A flat mirror was manually placed 
to pick off the starlight which is normally used for the vi- 
sual acquisition system and redirect it to the entrance of 
the camera. A 70- to 210-mm camera lens with a 4-cm ex- 
tender tube was used to reimage the focal plane iris onto 
the CCD. The stellar image fell on an approximately 5x5 
pixel array. Stellar targets of visual magnitude 4-6 were 
picked for the seeing measurement so that the integration 
time was in the 1- to 3-sec range. The long integration 
times served to average out the speckle caused by the at- 
mosphere. 

E. Satellite Return System 

The satellite return system was only used during the 
precursor experiments. Laser uplinks to Earth-orbiting 
satellites were detected by a two-part transmit and receive 
(T/R) switch (Fig. 2). 

The transmission side consisted of a rotating chopper 
blade and a light-emitting diode (LED). The chopper blade 
(labeled A) had a dielectric coating with a maximum re- 
flection at 532 nm, which reflected the return signal from 
the satellite into the receiver side. In addition, the chop- 
per blade had a 1-cm hole to allow transmission of the out- 
going laser pulse through the chopper wheel. The wheel 
was rotated at 30 Hz. An LED (labeled F) which illu- 
minated a smaller 5-mm hole in the chopper blade and a 
photodetector in the chopper motor (labeled A) was used 
to produce a synchronization signal. This signal was fed 
into the chopper motor driver (labeled D) and then into a 


delay generator (labeled E) which was then used to control 
the synchronization between the laser firing time and the 
position of the 1-cm hole in the chopper blade. 

The returned laser beam was reflected by the chopper 
into the receiver side of the T/R switch where the signal 
was routed by fold mirrors (labeled B) to a photomultiplier 
tube (PMT; labeled C). The output of the PMT was then 
connected to a DSA 602A Digitizing Signal Analyzer for 
storage of the return pulse. 

The signal analyzer was configured to detect only the 
laser return pulse. The trigger of the analyzer was enabled 
by the outgoing laser pulse. The trigger delay offset was 
set at the minimum transit time of the laser, which guaran- 
teed that the analyzer would not interpret scattered light 
from the outgoing pulse as satellite returns. The trigger 
level was set so that the frequency of dark events was ap- 
proximately one per second, which minimized the chance 
that a dark event would trigger the analyzer prior to the 
actual satellite return. The satellite returns were stored 
in the internal memory of the analyzer and later trans- 
ferred to floppy disks and used to produce hard copies 
(see Figs. 3-6). 


III. Optical Alignment Procedure 

The following is the alignment procedure for the 60- 
/irad configuration. The alignment for the 110-/irad con- 
figuration is similar, with the addition of the fold mirrors 
(M2 and M3) : 

(1) The laser output was optimized for pulse energy and 
beam spatial profile (Gaussian shape) using the Big 
Sky Corporation’s diagnostic system. 

(2) The focal plane iris was stopped down and the visual 
acquisition system was aligned. The lens (L3), eye- 
piece, and the flip mirror (M4) were moved so that 
the observer could focus on the focal plane iris. 

(3) An aperture target board was placed at the output 
of the coude tube. This was used to align the laser 
beam with the optical axis of the telescope 

(4) A low-power raw laser beam was aligned to both the 
center of the focal plane iris and the coude target. 
The tilt and position of mirror Ml were adjusted so 
that the light reflected from the telescope secondary 
was centered on the coude target. 

(5) A sheet of white paper was placed on the dome, and 
the edges of the telescope tube and secondary mirror 
were marked on the paper. 
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(6) The coude target was removed and mirror Ml was 
adjusted to allow the laser beam to pass through the 
center of the focal plane iris and produce a spot on 
the dome paper, which is roughly centered between 
the telescope edge markings. 

(7) The plano-convex lens (LI) was placed in its de- 
signed position and adjusted in centering and tilt by 
using the light reflected backwards from the surface 
of the lens. 

(8) The plano-concave lens (L2) was placed in its de- 
signed position and also adjusted using back reflec- 
tions. 

(9) The laser-beam-monitoring system was then adjust- 
ed by focusing the focal plane iris onto the diagnostic 
CCD. 

(10) The plano-concave lens was adjusted slightly so that 
the beam was centered on the iris. Then the beam 
diameter was measured and adjusted by either mov- 
ing lens M5 or both lenses as a unit. 

(11) The laser beam divergence at the focal plane was 
controlled by changing the spacing between the con- 
vex and concave lens. The beam diameter at the fo- 
cal plane was adjusted by varying the distance from 
the concave lens and the focal plane. With these 
two degrees of freedom, it was possible to meet the 
GOPEX requirement. 

(12) The laser beam output was then checked at the dome 
target to make sure there was no vignetting by the 
telescope edges. 

IV. Optical System Boresight Tests 

A. Range Test 

Numerous range tests were used to verify the optical 
design and the alignment procedure. In these tests, a tar- 
get was positioned on an adjoining slope (distance = 2.5 
km). The target had a flashlight in its center. The tele- 
scope was focussed and centered on the telescope using the 
visual acquisition system. The laser was turned on and the 
laser beam pattern on the target was recorded on video- 
tape. Both the laser beam diameter and centering on the 
target were studied. 

B. Cross Hair Test 

The cross hair test was used to verify the boresight of 
the optical system without the use of an external target. 
Instead, the cross hairs of the finder scope were used to 
determine the system’s pointing accuracy. 


The cross hair test was conducted as follows: 

(1) A relatively bright star was centered on the center 
of the focal plane iris. 

(2) The cross hair of the 0.6-m telescope’s finder scope 
was then centered on the same star. 

(3) Laser pulses were fired and the pointing of the laser 
with respect to the cross hair was checked to deter- 
mine boresight. 

(4) Adjustments were made to the optical system (with 
Beamcode) if the boresight was found to be in error. 

V. Precursor Experiments 

Prior to the GOPEX encounter, numerous precursor 
experiments were performed to test laser uplinks to Earth- 
orbiting satellites. This section summarizes the results of 
these tests. 

A. Agessai Point and Shoot Experiments 

The first laser return experiments were performed on 
the Agessai satellite. This was a low altitude satellite 
which travelled horizon to horizon in about 15 minutes. 
Because of this rapid velocity, satellite tracking using the 
TMO 0.6-m telescope could not be done. Consequently, an 
uplink experiment was performed that consisted of point- 
ing the laser at a point on the satellite track and waiting 
for a return as the satellite crossed the beam. In order to 
guarantee at least one returned pulse, a 30-Hz pulse repeti- 
tion rate and a 300-jirad beam diameter were chosen to be 
used. This output beam divergence was implemented by 
moving the 110-/irad lens pair away from the focal plane 
iris (see Fig. 2). 

The experiment consisted of finding the closest Fifth 
Fundamental Catalogue star to a particular point in the 
satellite track (typically the middle of the track) and cal- 
ibrating the telescope on that star. At a time close to 
when the satellite would cross that point in the track, the 
telescope was off-pointed to the predicted satellite location 
and the laser was fired. At the time the satellite crossed 
the laser beam, a return pulse would be observed. 

Two experiments were performed on October 1 and 6. 
Both resulted in successful returns from Agessai. Fig- 
ure 3(a) shows the satellite return on October 1. The 
return shows a typical output from a Q-switched laser, 
which is distinctly different from a photomultiplier dark 
event, as shown in Fig. 3(b). Figure 4 shows two returns 
obtained on October 6. The satellite return on this date 
was markedly larger than in the previous experiment. This 
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was attributed to the shorter time (~5 sec) between the 
pointing of the telescope and the time of laser firing. In 
the first experiment, the delay between pointing and firing 
was approximately 2 minutes, which allowed the pointing 
of the telescope to drift significantly. 

B. Lageos 1 Point-and-Shoot Experiment 

An experiment similar to the Agessai experiments was 
performed on the Lageos 1 satellite on November 1. Lageos 
is a higher flying satellite and traverses horizon to horizon 
in about 30 minutes. For this experiment, the output beam 
divergence was decreased to 110 /zrad, with a repetition 
rate of 30 Hz. The laser was shot at the satellite at three 
different positions in its track. For all three shots, a laser 
return was observed. Figure 5 shows the laser returns for 
the different satellite positions. 

C. Lageos 1 and 2 Tracking Experiment 

A set of satellite tracking experiments was performed on 
November 2. In this set of experiments, laser pulses were 
uplinked as the telescope was set to track the satellites 
along its path. A 110-/irad beam divergence and a 15-Hz 
repetition rate were used. A description of the setup for 
the tracking experiment follows: 

(1) Satellite predict files were obtained for both point- 
ahead and non-point-ahead files. The point-ahead 
file was to be used for laser uplink and the non-point- 
ahead file was to be used for visual acquisition. 

(2) The satellite track was divided into four sections. 
The first and third sections used the non-point- 
ahead file, and the second and fourth sections used 
the point- ahead file. This merged satellite file was 
used to control the telescope pointing. 

(3) The telescope mount was calibrated along the satel- 
lite track using the LEARN command in the tele- 
scope control software. During this procedure, nu- 
merous stars close to the track path were found and 
the offset from the mount pointing was recorded in 
the program. 

(4) The satellite was visually acquired during the first 
section of the track and centered on the focal plane 
iris. Because the satellites only showed up as spo- 
radic glints of light, two people (J. Young and 
B. Hornaday) were needed for visual acquisition: one 
to visually search for the satellite in the finder scope 
and the second to acquire it in the coude room. 

(5) Before the second section of the track began, the 
laser beam would begin firing and the uplink re- 
turns would be observed and recorded on the storage 
scope. 


(6) The visual acquisition procedure was repeated for 
the third section of the track and the laser was up- 
linked during the fourth section of the track. 

On November 2, tracking laser uplinks were performed 
on both Lageos 1 and 2. Since both satellites were passing 
over at the same time, it was decided that tracking would 
be performed on only half of the Lageos 1 track and about 
three-quarters of the Lageos 2 track. In all cases, successful 
returns from both satellites were observed. Figure 6 shows 
a small sample of the many pulse returns from the two 
satellites. 

D. Etalon Tracking Experiment 

On November 30, a 60-/;rad divergence beam with a 15- 
Hz repetition rate was used to track the satellite Etalon. 
This satellite took approximately 2.5 hours to traverse 
from horizon to horizon. Again the track was divided into 
four parts with two acquisition and uplink pairs. This ex- 
periment was performed after the internal dry run that 
had been performed earlier that night. Successful returns 
were obtained from Etalon. It was noted that the signal 
was sporadic; for some of the time the returns were strong 
and continuous, followed by a period where there were no 
returns, followed again by a strong series of returns. This 
was attributed to wobble in the pointing of the telescope, 
which was corroborated during the visual acquisition phase 
where the satellite was observed to wobble in the field as 
the telescope tracked. 


VI. Galileo Encounter Support 

During Galileo encounter, the optical train was checked 
every night and the beam parameters were measured. The 
checks included measuring the output laser power and 
beam divergence. In addition, boresighting of the laser 
beam with the telescope was checked using both a range 
test and a cross hair test. 

As described previously, the range test involved firing 
the laser beam at a target located on a slope facing TMF. 
This test was performed on day 1 and day 5 of the exper- 
iment. The beam pointing and shape were checked to see 
if they were qualitatively within the specifications for that 
night’s experiment. Range tests for the other nights were 
not done since the optical system had not been reconfig- 
ured. 

On most nights, no problems were encountered and no 
adjustments to the optical system were made during the 
time of the experiment. However, during day 3, when 
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the repetition rate for the 110-/irad configuration was in- 
creased from 15 to 30 Hz, laser damage was observed on 
the coude turning mirror. In this situation, the mirror was 
rotated to an undamaged section of the mirror just prior to 
the time for Galileo uplink. By the end of the experiment, 
evidence of laser damage was found on the turning mirror. 
Day 4 experiments were cancelled at the TMO site due to 
unfavorable weather conditions. 


VII. Conclusion 

The optical design and alignment procedures for the 
GOPEX optical train at TMF have been presented. The 
results for the first optical uplink to a deep space satel- 
lite were very successful. This was due, in part, to an 
extensive verification process that used uplinks to Earth- 
orbiting satellites and range tests to validate the perfor- 
mance of the optical train. 
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Table 1. Optical design parameters. 


Beam divergence, 

Convex 

Concave 

Lens spacing, 

Distance to 

/irad 



mm 

focal plane, mm 

110 

PLCX-25.4/128.8-UV 

PLCC-25.4/77.3-UV 

84.70 

75.00 

80 

PLCX-25. 4/128. 8-UV 

PLCC-25.4/38.6-UV 

186.23 

71.54 




LI - PLANO-CONVEX LENS 
L 2 - PLANO-CONCAVE LENS 


MON IT ORING SYS T EM 


Fig. 1. GOPEX Optical System layout. 


LASER OUTPUT AND 
RETURN SIGNAL 



Fig. 2. Transmit/Receive switch. 





DETECTED SIGNAL, mV DETECTED SIGNAL, mV 


10 



Fig. 3. Agessal Point and Shoot Experiment 1 (October 1, 1992): (a) Satellite return and 

(b) Photon detector dark event. 




Fig. 4. Agessal Point and Shoot Experiment II (October 7, 1992): (a) Agessal return, highest 
point and (b) Agessal return, descending point. 
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Appendix A 

Code V Design of Beam Divergers 


Fi 1 e 

CMPC.BDPEX3GDQD1 10.LEN (2) has 

been restored 


Lens 

title: "REDESIGNED 110 MTCRORAD SYSTEM 

9/28/92" 


CODE V> 

LIS 





LIS 




REDESIGNED 110 MICRORAD SYSTEM 9/28/92 




RDY THI 

AMD 

GLA 


> OBJ t 

INFINITY 4766.815342 




STD: 

INFINITY 0.000000 




2s 

120.00000 4.000000 

S IL I CA_SPECI AL 



INFINITY 94.704630 




4: 

INFINITY 2.300000 

SILICA_SPECIAL 


5s 

77.30000 0.000000 




6 x 

INFINITY 75.000000 




IMG: 

INFINITY 0.000000 




SPECIFICATION DATA 




NAD 

0. 00046 




DIM 

MM 




WL 

532.00 




REF 

1 




WTW 

1 




XAN 

0. 00000 




YAN 

0.00000 




VUY 

0.00000 




VLY 

0.00000 




APERTURE 

DATA/EOGE DEFINITIONS 




CA 





CiR 51 6.550000 




REFRACTIVE INDICES 




GLASS CODE 332. 

OO 



SILICA^SPECIAL 1.460711 



No solves defined In system 




INFINITE 

CONJUGATES 




EFL 

-2060. 3072 




BFL 

-1404.3365 




FFL 

3153.5222 




FNO 

-466. 4748 




AT USED 

CONJUGATES 




RED 

-0. 2601 




FNO 

-280.7455 




OBJ DIS 4766.8153 




tt 

4932. 8200 




IMG DIS 75.0000 




OAL 

91 . 0047 




PARAXIAL IMAGE 




HT 

O. 0000 




THI 

-860.3498 




ANG 

0.0000 




ENTRANCE PUPIL 




DIA 

4.4169 




THI 

0.0000 




EXIT 

PUPIL 




DIA 

2.0859 




THI 

-58. 1606 




CODE V> 

RSI 1000 





RSI 1000 




REDESIGNED 110 MICRORAD SYSTEM 9/2B/92 



Position 1, Wavelength = 532.0 

NM 




X Y Z 

TANX 

TANY 

LENGTH 

OBJ 

0.00000 0.00000 0.00000 

0.00046 

0.00000 


STO 

2.20047 0.00000 0,00000 

0.00046 

0.00000 

0.00000 

2 

2.20847 0.00000 0.01894 

-0.00509 

0.00000 

0.01894 

3 

2.10820 0.00000 0.00000 

-0.00744 

0.00000 

3. 98112 

4 

1.55823 0.00000 0.00000 

-0.00509 

0.00000 

84.70700 

5 

1.54^44 0.00000 0.01547 

0.00170 

0.00000 

2.31550 

6 

1.54641 0.00000 0.00000 

0.00170 

0.00000 

-0.01547 

IMG 

1 . 68000 0 . 00000 0 . OOQOO 

0.0017B 

0. 00000 

75.00012 


OPD - 2.813 

Waves 




Fig. A-1. A 110*/irad beam diverger Code V listing. 
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Appendix B 

GOPEX Code V Optical Design 



RES CMPC. GOPEX 3G00D60 



File 

CMPC. GOPEX 3GO0D6O. LEN < 3) h*s been restored 


Lens 

title: "REDESIGNED 

60 MICRGRAD SYSTEM 

9/20/92" 


CODE V> 

LIS 





LIS 




REDESIGNED 60 MICRORAD 

SYSTEM 9/2B/92 




RDY 

THI RMD 

GLA 


> OBJ: 

INFINITY 466B. 743623 



STOi 

INFINITY 

0.000000 



2: 

120.80000 

4.000000 SILICA_SPECIAL 

3 1 

INFINITY 

186.231480 



4: 

INFINITY 

2.300000 SILICA_SPECIAL 

3 i 

3 B. 60000 

0.000000 



6: 

INFINITY 

71 . 3448B7 



IMG: 

INFINITY 

0.000000 



SPECIFICATION DATA 




NAO 

0.00046 




DIM 

MM 




WL 

332.00 




REF 

1 




WTW 

l 




XAN 

0.00000 




VAN 

0 . ooooo 




VUY 

0. ooooo 




VLY 

0 . ooooo 




APERTURE 

DATA/EDGE DEFINITIONS 



CA 





CIR Si 

6. 330000 



REFRACTIVE INDICES 




GLASS CODE 

532.00 



SILICA_5PECIAL 

1.46071 1 



No solves defined in system 




INFINITE 

CONJUGATES 




EFL 

-4470. 1230 




BFL 

-1423. 4322 




FFL 

14636. 2829 




FNO 

-1033.3016 




AT USED 

CONJUGATES 




RED 

-0.2316 




FNO 

-249, B943 




OBJ DIS 4668.7436 




tt 

4932. B200 




IMG DIS 7L.3449 




OAL 

192. 3315 




PARAXIAL IMAGE 




HT 

0.0000 




THI 

-368. 3650 




ANG 

0. 0000 




ENTRANCE PUPIL 




DIA 

4. 3261 




THI 

O. 0000 




EXIT 

PUPIL 




DIA 

1 . 3212 




THI 

-30. 1949 




CODE V> 

RSI 1000 





RSI 1000 




REDESIGNED 60 MICRORAD SYSTEM 9/2B/92 



I Position l, Wavelenath 

- 532.0 NM 




X Y 

Z TANX 

TANY 

LENGTH 

OBJ 

0.00000 0.00000 

0.00000 0.00046 

0. OOOOO 


STO 

2.16303 0.00000 

0.00000 0.00046 

0.00000 

0.00000 

2 

2.16304 0.00000 

0.01816 -0.00490 

0.00000 

0.01816 

3 

2.14321 0.00000 

0.00000 -0.00727 

0.00000 

3.90109 

4 

0.7BB42 0.00000 

0.00000 -0.00490 

0.00000 

106.23642 

5 

0.77693 0.00000 

0.00702 0.00200 

0.00000 

2. 30703 

6 

0.77691 0.00000 

0.00000 0.00200 

0.00000 

-0. 00782 

IMG 

0.92000 0.00000 

0.00000 0.00200 

0.00000 

7 1 .34303 


OPD * 

1.729 Wavas 




Fig. B- 1 . A 6O-/1 rad beam diverger Code V listing. 
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